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ANY signal source intended to operate 
^/V through the VHF region and into the 
UHF region encounters a transition around 
300 megacycles where a change from lumped 
to distributed constants occurs. This transi- 
tion has barred the development of high- 
quality signal generators covering the region 
up to 500 mc The new -hp- 608 A VHF Sig- 
nal Generator covers the range from 10 to 
500 mc with a new circuit technique— one 
that results in a high-frequency signal gen- 
erator whose performance and operation in 




many wa\ s exceed the performance and op- 
eration of good lower frequency signal gen- 
erators. 

For sheer useability, the signal generator 
is ideal: more than 1 volt into rated load is 
available at all frequencies, the source im- 
pedance is approximately 50 ohms over the 
entire frequency range, the output system is 
direct-reading from 1 volt to 0.1 microvolt, 
the circuit includes a tuned output amplifier 
for suppression of spurious frequencies and 
for modulation advantages, per cent modu- 
lation is indicated on a direct- reading meter, 
internal sinusoidal modulation up to 1 OtJ 
per cent can be obtained, modulation by ex- 
ternal pulses is possible, leakage is low, re- 
sidual fm is very slight, and carrier stability 
is very high. 



Figure !. N*ti> -hp- 60S A VHF Signal 

Generator Caters Range front 10 to 

500 Megacycles* 
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ISOLATED MASTER OSCILLATOR 
HAS LOW F-M 

Figure 2 shows the circuit of the 
-hp- 608 A to be a master-oscillator 
tuned power-amplifier arrangement, 
At lower frequencies the use of this 
type circuit has been standard prac- 
tice in signal generators, since the 
oscillator operates under fixed condi- 
tions that make for good stability, 
while the tuned amplifier has high 
gain* suppresses harmonics, and has 
desirable modulation characteristics. 
Until now, the master-oscillator 
tuned-amplifier arrangement has not 
been practical up into the 300-500 
rnc region, so that substitute meth- 
ods of a less satisfactory nature have 
necessarily been used. 

The -hp- 608A oscillator and 
tuned amplifier are designed to 
change from lumped-constants cir- 
cuits at lower frequencies to distrib- 
u ted -constants circuits at the higher 
frequencies without change of cir- 
cuit components. That this circuit 
gives very high performance can he 
seen from the specifications; accu- 
racy of calibration within 1%, inci- 
dental f-m less than 0.002% at 30% 
a-m modulation, and less than 
0.0025% at 90% a-m modulation. 
Tuning circuits for the oscillator and 
amplifier are ganged for easy tuning, 
as in lower frequency generators, 
through a single-dial precision drive 
that allows resetting within 0.2' 7, A 
panel trimmer control makes minor 
adjustments in tracking. 

The very low incidental f-m is ob- 
tained by loose coupling and by op- 
eration of oscillator and amplifier 
with fixed supply voltages. Inciden- 
tal f-m is as much as 30 times better 
than that achieved heretofore. The 
nominal f-m of 20 parts per million 
is believed sufficiently low to permit 
measurements on the highest-slope 
circuits encountered in practice 
without obscuring the desired meas- 
urement; for circuits having a fre- 
quency-sensitive transmission or 
gain characteristic act as detectors of 
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Figure 2. Circuit Block Diagram of 'hp- 60ft A VHP Signai Generator, 



f-m, providing a spurious signal thar 
may obscure the desired a-m signal. 

HIGH OUTPUT VOLTAGE PROM 
CONSTANT SOURCE IMPEDANCE 

The high output voltage from the 
amplifier is coupled to the output 
jack through a precision piston at- 
tenuator that is continuously- vari- 
able over a range from 0-5 volt to 0. 1 
microvolt. Outputs between 0.5 volt 
and 1 volt are obtained by advancing 
the rf level control and are read di- 
rectly on the output meter, which 
operates from a monitoring circuit 
connected across the attenuator in* 
put. 

Signal generators that operate at 
medium rf frequencies and below 
are usually designed with a low in- 
ternal impedance. However, at high 
frequencies where transmission cir- 
cuits are confined to 50-ohm coaxial 
cables, it is desirable that the inter- 
nal impedance of the signal genera- 
tor match the impedance of the trans- 
mission system. Then, maximum 



power transfer can occur, and any 
reflections from the load will be ab- 
sorbed by the generator instead of 
being partially re- reflected. That is, 
optimum conditions will exist for a 
low standing- wave ratio, Heretofore, 
to obtain a 50-ohm source, it was 
often necessary to place pads across 
the output terminals, thus wasting 
50' ; to 750£ of the available output 
voltage. This loss is minimized in 
the -hp- 608 A with a special march- 
ing circuit built into the pick-up 
loop of the attenuator. The special 
circuit makes the impedance looking 
back into the output jack approxi- 
mately 50 ohms at all frequencies 
and all voltage levels, This constancy 
of source impedance allows the sig- 
nal generator to simulate the source 
impedances encountered in practice, 
thereby providing pr ope r conditions 
for accurate measurements, A full 1 
volt output can be obtained across a 
50-ohm load at all frequencies. 

Another measurement aid arises 
from a constant source impedance: 
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Figure 3- Set-Up for Measuring Driving 

\ fittjge for Loath having link no it t) 

Impedance* 

accuracy of the output system is im- 
proved. This results from the face 
that a constant fraction of the gen- 
erator open-circuit voltage is im- 
pressed across the load when the load 
impedance is constant* The combin- 
ation of constant source impedance, 
use of the rf monitor* at the attenu- 
ator input* and the accuracy of the 
rf monitor circuit itself enables the 
output power from the -hp- 608A to 
be accurate within 1 db in rated load 
of 50 ohms resistive. 

UNMATCHED LOADS 

Often at high frequencies some 
load device whose impedance is un- 
known must be driven by a known 
voltage. The problem then is to ap- 
ply proper voltage to the load from 
the signal generator, The high volt- 
age output of the -hp- 608 A allows 
the characteristic of these unmatched 
toads to be measured with the use of 
the -hp- -iiOA high-frequency VT 
VM. Figure 3 shows the required 
set-up. 

The -hp- 608A signal generator is 
connected to the load device under 
test, while driving voltage at the 
load is monitored by the -hp- ilOA 
voltmeter. Output voltage from the 
-hp- 608A is ample for a full-scale or 
nearly full-scale deflection on the 
voltmeter with all but very-low- im- 
pedance loads. 

Usually, proper driving voltage 
for the load device will be much less 
than full voltage from the -hp- 608 A. 



Under these conditions, the desired 
transmission characteristic can be 
obtained first by using sufficient 
generator output to provide a re.td- 
able deflection on the -hp- -ilGA. 
Then, driving voltage is reduced to 
the desired level by inserting the 
necessary attenuation with the out- 
put attenuator. The relative calibra- 
tion of the attenuator will still hold 
under these conditions as long as the 
impedance of the load does not 
change with voltage. For example* 
driving voltage can he monitored at 
a high level such as 0.^ volt by the 
- hp- 4 1 A. However, desi red d r i v i n g 
voltage may be only 0,5 millivolt. 
This driving voltage is readily ob- 
tained by inserting an attenuation of 
one thousand times (60db) with the 
^hp- 608 A output attenuator. 

GAUSSIAN VIDEO AMPLIFIER 

The video amplifier in the modu- 
lation channel is designed to allow 
modulation by externally-applied 
pulses. Bandwidth of the amplifier 
is from 50 cps to 1 mc, sufficient to 
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allow modulation by quite short 
pulses. 

Optimum pulse transmission has 
been shown 1 to occur when the high- 
frequency response of a circuit cor- 
responds to the gaussian statistical 
curve. This type of response has been 
designed into the video amplifier 
and modulation filter, allowing mod- 
ulation by short pulses without 
marked deterioration of pulse shape. 
This is clearly shown in Figure 4 f a 
photograph of a 2-microsecond mod- 
ulating pulse on a 150-megacycle 
carrier. 

\ B Scbrocl I .Var AmfiUfer for Villi- Uvro-nr* 

amd Fuiui, hp- J-nirn.il. \ ' ! 1949 t 




Figures. 100-Megacych Carrier from *hp- (A)KA Modtdal ed b y W kc Sine- Wat t\ 




Figure 6, 100-Megacyctv Carrier from -hp- (tOSA Modulated by InUruJ 
WOO cps Oscillator. 
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Figure 7. Portion of -hp* 608 A Tuning Dial: Shown ApproxitnjtJx 
One-Half Actual She. 



SINE-WAVE MODULATION 

The internal audio oscillator uses 
an RC circuit and operates at either 
of two frequencies, 400 or 1000 cps. 
as determined by the setting of a 
panel switch. Sine wave modulation 
by externally-applied voltages can 
be obtained over the range from 50 
cps to 1 mc, because of the character- 
istics of the video amplifier. Maxi- 
mum carrier level at high percentage 
modulations is 0.5 volt. 

At the standard-signal level of 
30% modulation, envelope distor- 
tion is less than 1%. Figure 5 shows 
the modulation envelope at 3051 
modulation of a 100- megacycle car- 
rier modulated by an externally-ap* 
plied 10 kc sine- wave signal. Figure 
6 shows approximately 50'/? modu- 
lation of a 100- megacycle carrier by 
the internal 1000 cps oscillator. 



Pe rcen tage mod u la t io n is d i rect ly 
indicated by a modulation monitor 
that samples the r-f voltage directly. 
The monitor consists of a detector 
and audio voltmeter which is cali- 
brated in percentage modulation. 

LONG-SCALE TUNING DIAL 

The tuning dial is a large 7- inch 
diameter drum, calibrated to pro- 
vide an individual scale length of 
more than 16 inches or an overall 
scale length of about 7 feet for the 
five frequency bands. This long- 
length calibration combined with 
the anti-backlash tuning drive al- 
lows resetting of the tuning dial 
within 1 megacycle at 500 megacy- 
cles (resetability within 0.2%). The 
calibration approximates a straight- 
line frequency characteristic. 

— H. E. Or cracker 



SPECIFICATIONS FOR -hp- MODEL 
608A VHF SIGNAL GENERATOR 



FREQUENCY HANGE 10 ro 500 megacycles in 
5 bands; 10 20 mt, 20-45 mc, 45 95 mc 
95 220 m(, 220 500 mc. 

CALIBRATION ACCURACY: Within 1%. Fre- 
quency setlings ran be duplicated within 
0.2% (T rnt at 500 mc:. 

OUTPUT VOLTAGE; 0.1 microvolt to 1,0 volt, 

continuouily -variable. Direct-reading con- 
trol* calibrated in voltage and cfbm. 

RATtO LOAD IMPEDANCE; 50 ohmi resistive. 

INTERNAL IMPEDANCE. 50 ohms: maximum 
VSWft 1.2. 

OUTPUT VOLTAGE ACCURACY Within 1 db 
in rated load over entire frequency range. 

AM MODULATION: Infernal or external; 
continuously- variable from to °0%. 

INTERNAL MODULATION; Two fixed modu- 
lating frequencies, 400 and 1000 *ps. 

FNVHOPF. DISTORTION: Approx. 1% a r 
30% modulation. 

EXTERNAL MODULATION; By any modulat- 
ing frequency from 30 cps to 1 mc, 4 
voltj Erifjrt across 100,000 ohms required, 

PULSE MODULATION By externa] positive or 
negative pulses of 4 volts peak amplitude. 
Good p-( puJ&e shape at 1 microsecond 

length. 

LEAKAGE; Negligible; permits receiver semi- 
livity measurements down ro ai least 0.1 
microvolt, 

RESIDUAL EM: Not more than 0.0025% ai 

00% modulaiio-n. 

POWER Operates from nominal 115 or 230- 
volt, 50 60 cycle Source, Requires approx. 
150 watt*. 

MOUNTING. Provided in cobmet far table 

mounting. 

SHE 14 high. U" wide, 18" deep 
WEIGHT; 55 lbs.; shipping weight, approx. 

as ibs. 

CARLES SUPPLIED: 7 foot detachobie power 
cord. 

PANEL CONNECTO&S: RF output, type N jack; 
Pulie input, rype BNC jack; externa* mod- 
ulation input, -hp- binding pasts spaced 
3 4 inch. 

PRICE 5850.00 f,o,b. Palo Alio, California, 

Data subject to change without notice. 
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